[Influence of a titanium plate on the depth dose distribution in 60Co-treatment (author's transl)].
The influence of a titanium plate on the dose distribution in 60Co-treatment has been calculated and compared with measurements. The maximum dose enhancement in front of the titanium plate can be 16%.